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Job Narrative
720-24104-1

Comments
No additional comments.

Receipt
All samples were received in good condition within temperature requirements.

GC Semi VOA
Method(s) 8082: The matrix spike / matrix spike duplicate (MS/MSD) recoveries for batch 61621 were outside control limits. The
associated laboratory control sample (LCS) recovery met acceptance criteria.

Method(s) 8082: Due to the level of dilution required for the following sample(s), surrogate recoveries are not reported: EXC TPH/PCB1
SW-BOTTOM 4'-R (720-24104-3).

Method(s) 8082: The following sample(s) contained more than one Aroclor component: EXC TPH/PCB1 N-SDWALL2'-WEST
(720-24104-1). Aroclor 1260 is the primary component with the presecence of Aroclor 1254 as well.

No other analytical or quality issues were noted.

Organic Prep
No analytical or quality issues were noted.

Page 2 of 20 11/ 19/ 2009



Client: LFR, Inc.

EXECUTIVE SUMMARY - Detections

Job Number: 720-24104-1

Lab Sample ID  Client Sample ID Reporting

Analyte Result / Qualifier Limit Units Method
720-24104-1 EXC TPH/PCB1 N-SDWALL2'-WEST

Diesel Range Organics [C10-C28] 5.8 1.0 mg/Kg 8015B
PCB-1260 140 50 ug/Kg 8082
720-24104-3 EXC TPH/PCB1 SW-BOTTOM 4'-R

PCB-1260 930 500 ug/Kg 8082

TestAmerica San Francisco
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METHOD SUMMARY

Client: LFR, Inc. Job Number: 720-24104-1
Description Lab Location Method Preparation Method
Matrix: Solid
Diesel Range Organics (DRO) (GC) TAL SF SW846 8015B
Ultrasonic Extraction TAL SF SW846 3550B
Polychlorinated Biphenyls (PCBs) by Gas Chromatography TAL SF SW846 8082
Ultrasonic Extraction TAL SF SW846 3550B

Lab References:

TAL SF = TestAmerica San Francisco

Method References:

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.

TestAmerica San Francisco
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METHOD / ANALYST SUMMARY

Client: LFR, Inc. Job Number: 720-24104-1
Method Analyst Analyst ID
SW846 8015B Hayashi, Derek DH

SW846 8082 Cavalli, Evan EC

TestAmerica San Francisco
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SAMPLE SUMMARY

Client: LFR, Inc. Job Number: 720-24104-1
Date/Time Date/Time

Lab Sample ID Client Sample ID Client Matrix Sampled Received

720-24104-1 EXC TPH/PCB1 Solid 11/17/2009 1500 11/17/2009 1710
N-SDWALL2'-WEST

720-24104-2 EXC TPH/PCB1 Solid 11/17/2009 1500 11/17/2009 1710
NW-BOTTOM 4'

720-24104-3 EXC TPH/PCB1 Solid 11/17/2009 1500 11/17/2009 1710
SW-BOTTOM 4'-R

720-24104-4 EXC TPH/PCB1 Solid 11/17/2009 1500 11/17/2009 1710

SE-BOTTOM 4'-R

TestAmerica San Francisco
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Client: LFR, Inc.

Client Sample ID:

EXC TPH/PCB1 N-SDWALL2'-WEST

Analytical Data

Job Number:

720-24104-1

Lab Sample ID: 720-24104-1 Date Sampled: 11/17/2009 1500
Client Matrix: Solid Date Received: 11/17/2009 1710
8015B Diesel Range Organics (DRO) (GC)

Method: 8015B Analysis Batch: 720-61625 Instrument ID: CHDRO5
Preparation: 3550B Prep Batch: 720-61595 Initial Weight/Volume: 30.06 g
Dilution: 1.0 Final Weight/Volume: 5 mL
Date Analyzed: 11/18/2009 1157 Injection Volume: 1 uL
Date Prepared: 11/17/2009 1941 Result Type: PRIMARY
Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL
Diesel Range Organics [C10-C28] 5.8 1.0
Motor Oil Range Organics [C24-C36] ND 50
Surrogate %Rec Qualifier Acceptance Limits
p-Terphenyl 87 31-114

TestAmerica San Francisco
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Client: LFR, Inc.

Client Sample ID:

EXC TPH/PCB1 N-SDWALL2'-WEST

Analytical Data

Job Number:

720-24104-1

Lab Sample ID: 720-24104-1 Date Sampled: 11/17/2009 1500
Client Matrix: Solid Date Received: 11/17/2009 1710
8082 Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Method: 8082 Analysis Batch: 720-61633 Instrument ID: CHPCB # 2
Preparation: 3550B Prep Batch: 720-61621 Initial Weight/Volume: 30.08 g

Dilution: 1.0 Final Weight/Volume: 10 mL
Date Analyzed: 11/18/2009 1248 Injection Volume:

Date Prepared: 11/17/2009 1922 Result Type: PRIMARY
Analyte DryWt Corrected: N Result (ug/Kg) RL
PCB-1016 ND 50
PCB-1221 ND 50
PCB-1232 ND 50
PCB-1242 ND 50
PCB-1248 ND 50
PCB-1254 ND 50
PCB-1260 140 50
Surrogate %Rec Acceptance Limits
Tetrachloro-m-xylene 85 32-112

DCB Decachlorobiphenyl 83 2-122

TestAmerica San Francisco

Page 8 of 20

11/ 19/ 2009



Client: LFR, Inc.

Client Sample ID:

EXC TPH/PCB1 NW-BOTTOM 4'

Analytical Data

Job Number:

720-24104-1

Lab Sample ID: 720-24104-2 Date Sampled: 11/17/2009 1500
Client Matrix: Solid Date Received: 11/17/2009 1710
8082 Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Method: 8082 Analysis Batch: 720-61633 Instrument ID: CHPCB # 2
Preparation: 3550B Prep Batch: 720-61621 Initial Weight/Volume: 30.01 g

Dilution: 1.0 Final Weight/Volume: 10 mL
Date Analyzed: 11/18/2009 1310 Injection Volume:

Date Prepared: 11/17/2009 1922 Result Type: PRIMARY
Analyte DryWt Corrected: N Result (ug/Kg) RL
PCB-1016 ND 50
PCB-1221 ND 50
PCB-1232 ND 50
PCB-1242 ND 50
PCB-1248 ND 50
PCB-1254 ND 50
PCB-1260 ND 50
Surrogate %Rec Acceptance Limits
Tetrachloro-m-xylene 83 32-112

DCB Decachlorobiphenyl 87 2-122

TestAmerica San Francisco
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Client:

Client Sample ID:

LFR, Inc.

EXC TPH/PCB1 SW-BOTTOM 4'-R

Analytical Data

Job Number:

720-24104-1

Lab Sample ID: 720-24104-3 Date Sampled: 11/17/2009 1500
Client Matrix: Solid Date Received: 11/17/2009 1710
8082 Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Method: 8082 Analysis Batch: 720-61633 Instrument ID: CHPCB # 2
Preparation: 3550B Prep Batch: 720-61621 Initial Weight/Volume: 30.07 g

Dilution: 10 Final Weight/Volume: 10 mL
Date Analyzed: 11/18/2009 1507 Injection Volume:

Date Prepared: 11/17/2009 1922 Result Type: PRIMARY
Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL
PCB-1016 ND 500
PCB-1221 ND 500
PCB-1232 ND 500
PCB-1242 ND 500
PCB-1248 ND 500
PCB-1254 ND 500
PCB-1260 930 500
Surrogate %Rec Qualifier Acceptance Limits
Tetrachloro-m-xylene 0 D 32-112

DCB Decachlorobiphenyl 0 D 2-122

TestAmerica San Francisco
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Client:

Client Sample ID:

LFR, Inc.

EXC TPH/PCB1 SE-BOTTOM 4'-R

Analytical Data

Job Number:

720-24104-1

Lab Sample ID: 720-24104-4 Date Sampled: 11/17/2009 1500
Client Matrix: Solid Date Received: 11/17/2009 1710
8082 Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Method: 8082 Analysis Batch: 720-61633 Instrument ID: CHPCB # 2
Preparation: 3550B Prep Batch: 720-61621 Initial Weight/Volume: 30.03 g

Dilution: 1.0 Final Weight/Volume: 10 mL
Date Analyzed: 11/18/2009 1437 Injection Volume:

Date Prepared: 11/17/2009 1922 Result Type: PRIMARY
Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL
PCB-1016 ND 50
PCB-1221 ND 50
PCB-1232 ND 50
PCB-1242 ND 50
PCB-1248 ND 50
PCB-1254 ND 50
PCB-1260 ND 50
Surrogate %Rec Qualifier Acceptance Limits
Tetrachloro-m-xylene 87 32-112

DCB Decachlorobiphenyl 85 2-122

TestAmerica San Francisco
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Client: LFR, Inc.

DATA REPORTING QUALIFIERS

Job Number:

720-24104-1

Lab Section Qualifier Description
GC Semi VOA
F MS or MSD exceeds the control limits
D Surrogate or matrix spike recoveries were not obtained

TestAmerica San Francisco

because the extract was diluted for analysis; also compounds
analyzed at a dilution may be flagged with a D.
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Client: LFR, Inc.

QC Association Summary

Quality Control Results

Job Number: 720-24104-1

Report
Lab Sample ID Client Sample ID Basis  Client Matrix Method Prep Batch
GC Semi VOA
Prep Batch: 720-61595
LCS 720-61595/2-A Lab Control Sample T Solid 3550B
LCSD 720-61595/3-A Lab Control Sample Duplicate T Solid 3550B
MB 720-61595/1-A Method Blank T Solid 3550B
720-24088-A-1-C MS Matrix Spike T Solid 3550B
720-24088-A-1-D MSD Matrix Spike Duplicate T Solid 3550B
720-24104-1 EXC TPH/PCB1 N-SDWALL2'-WEST T Solid 3550B
Prep Batch: 720-61621
LCS 720-61621/2-A Lab Control Sample T Solid 3550B
LCSD 720-61621/3-A Lab Control Sample Duplicate T Solid 3550B
MB 720-61621/1-A Method Blank T Solid 3550B
720-24104-1 EXC TPH/PCB1 N-SDWALL2'-WEST T Solid 3550B
720-24104-2 EXC TPH/PCB1 NW-BOTTOM 4' T Solid 3550B
720-24104-2MS Matrix Spike T Solid 3550B
720-24104-2MSD Matrix Spike Duplicate T Solid 3550B
720-24104-3 EXC TPH/PCB1 SW-BOTTOM 4'-R T Solid 3550B
720-24104-4 EXC TPH/PCB1 SE-BOTTOM 4'-R T Solid 3550B
Analysis Batch:720-61625
LCS 720-61595/2-A Lab Control Sample T Solid 8015B 720-61595
LCSD 720-61595/3-A Lab Control Sample Duplicate T Solid 8015B 720-61595
MB 720-61595/1-A Method Blank T Solid 8015B 720-61595
720-24088-A-1-C MS Matrix Spike T Solid 8015B 720-61595
720-24088-A-1-D MSD Matrix Spike Duplicate T Solid 8015B 720-61595
720-24104-1 EXC TPH/PCB1 N-SDWALL2'-WEST T Solid 8015B 720-61595
Analysis Batch:720-61633
LCS 720-61621/2-A Lab Control Sample T Solid 8082 720-61621
LCSD 720-61621/3-A Lab Control Sample Duplicate T Solid 8082 720-61621
MB 720-61621/1-A Method Blank T Solid 8082 720-61621
720-24104-1 EXC TPH/PCB1 N-SDWALL2'-WEST T Solid 8082 720-61621
720-24104-2 EXC TPH/PCB1 NW-BOTTOM 4' T Solid 8082 720-61621
720-24104-2MS Matrix Spike T Solid 8082 720-61621
720-24104-2MSD Matrix Spike Duplicate T Solid 8082 720-61621
720-24104-3 EXC TPH/PCB1 SW-BOTTOM 4'-R T Solid 8082 720-61621
720-24104-4 EXC TPH/PCB1 SE-BOTTOM 4'-R T Solid 8082 720-61621
Report Basis
T = Total

TestAmerica San Francisco
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Client: LFR, Inc.

Method Blank - Batch: 720-61595

Lab Sample ID: MB 720-61595/1-A
Client Matrix: Solid

Dilution: 1.0

Date Analyzed: 11/18/2009 1448

Date Prepared: 11/17/2009 1311

Analyte

Diesel Range Organics [C10-C28]
Motor Oil Range Organics [C24-C36]

Surrogate

p-Terphenyl

Lab Control Sample/

Analysis Batch: 720-61625
Prep Batch: 720-61595
Units: mg/Kg

Result Qual
ND
ND
% Rec
78

Lab Control Sample Duplicate Recovery Report - Batch: 720-61595

LCS Lab Sample ID: LCS 720-61595/2-A

Client Matrix: Solid
Dilution: 1.0
Date Analyzed: 11/18/2009 1354

Date Prepared: 11/17/2009 1311

LCSD Lab Sample ID: LCSD 720-61595/3-A

Client Matrix: Solid
Dilution: 1.0
Date Analyzed: 11/18/2009 1421

Date Prepared: 11/17/2009 1311

Analyte

Diesel Range Organics [C10-C28]

Surrogate

p-Terphenyl

Analysis Batch: 720-61625
Prep Batch: 720-61595
Units: mg/Kg

Analysis Batch: 720-61625
Prep Batch: 720-61595

Units: mg/Kg
% Rec.
LCS LCSD Limit RPD
80 79 49 - 115 1
LCS % Rec LCSD % Rec
84 82

Calculations are performed before rounding to avoid round-off errors in calculated results.

TestAmerica San Francisco
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Initial Weight/Volume:
Final Weight/Volume: 5 mL

Quality Control Results

Job Number: 720-24104-1

Method: 8015B
Preparation: 3550B

Instrument ID: HP DRO5

Lab File ID: 5a1118017.d
Initial Weight/Volume:  30.17 g
Final Weight/Volume: 5 mL

Injection Volume: 1 uL

Column ID: PRIMARY
RL
0.99
50

Acceptance Limits

31-114

Method: 8015B
Preparation: 3550B

Instrument ID: HP DRO5

Lab File ID: 5a1118015.d
Initial Weight/Volume: 30.25 g
Final Weight/Volume: 5 mL
Injection Volume: 1 uL
Column ID: PRIMARY
Instrument ID: HP DRO5

Lab File ID: 5a1118016.d

3021 g

Injection Volume: 1 uL

Column ID: PRIMARY
RPD Limit LCS Qual LCSD Qual
35

Acceptance Limits

31-114
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Quality Control Results

Client: LFR, Inc. Job Number: 720-24104-1
Matrix Spike/ Method: 8015B
Matrix Spike Duplicate Recovery Report - Batch: 720-61595 Preparation: 3550B
MS Lab Sample ID: 720-24088-A-1-C MS Analysis Batch: 720-61625 Instrument ID: HP DRO5
Client Matrix: Solid Prep Batch: 720-61595 Lab File ID: 5a1118019.d
Dilution: 1.0 Initial Weight/Volume: 30.17 g
Date Analyzed: 11/18/2009 1542 Final Weight/Volume: 5 mL
Date Prepared: 11/17/2009 1311 Injection Volume: 1 uL

Column ID: PRIMARY
MSD Lab Sample ID:  720-24088-A-1-D MSD Analysis Batch: 720-61625 Instrument ID:  HP DRO5
Client Matrix: Solid Prep Batch: 720-61595 Lab File ID: 5a1118020.d
Dilution: 1.0 Initial Weight/Volume:  30.29 g
Date Analyzed: 11/18/2009 1609 Final Weight/Volume: 5 mL
Date Prepared: 11/17/2009 1311 Injection Volume: 1 uL

Column ID: PRIMARY

% Rec.

Analyte MS MSD Limit RPD RPD Limit MS Qual MSD Qual
Diesel Range Organics [C10-C28] 78 76 50 - 130 3 30
Surrogate MS % Rec MSD % Rec Acceptance Limits
p-Terphenyl 83 86 31-114

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Client: LFR, Inc.

Method Blank - Batch: 720-61621

Lab Sample ID: MB 720-61621/1-A
Client Matrix: Solid

Dilution: 1.0

Date Analyzed:  11/18/2009 1142
Date Prepared: 11/17/2009 1922

Analyte

PCB-1016
PCB-1221
PCB-1232
PCB-1242
PCB-1248
PCB-1254
PCB-1260

Surrogate

Tetrachloro-m-xylene
DCB Decachlorobiphenyl

Analysis Batch: 720-61633
Prep Batch: 720-61621

Units:

ug/Kg

Result Qual

ND
ND
ND
ND
ND
ND
ND

% Rec

79
85

Calculations are performed before rounding to avoid round-off errors in calculated results.

TestAmerica San Francisco

Page 16 of 20

Quality Control Results

Job Number: 720-24104-1

Method: 8082
Preparation: 3550B

Instrument ID:  Agilent PCB 2
Lab File ID: m1118007.d
Initial Weight/Volume:  30.09 g
Final Weight/Volume: 10 mL
Injection Volume:

Column ID: PRIMARY

RL

50
50
50
50
50
50
50

Acceptance Limits

32-112
2-122
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Client: LFR, Inc.

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch: 720-61621

LCS Lab Sample ID: LCS 720-61621/2-A

Client Matrix: Solid
Dilution: 1.0
Date Analyzed: 11/18/2009 1204

Date Prepared: 11/17/2009 1922

LCSD Lab Sample ID: LCSD 720-61621/3-A

Client Matrix: Solid
Dilution: 1.0
Date Analyzed: 11/18/2009 1226

Date Prepared: 11/17/2009 1922

Analyte

PCB-1016
PCB-1260

Surrogate

Tetrachloro-m-xylene
DCB Decachlorobiphenyl

Analysis Batch: 720-61633
Prep Batch: 720-61621
Units: ug/Kg

Analysis Batch: 720-61633
Prep Batch: 720-61621

Units:  ug/Kg
% Rec.
LCS LCSD Limit RPD
97 103 69 - 120 6
98 104 73-114 6
LCS % Rec LCSD % Rec
89 87
88 93

Calculations are performed before rounding to avoid round-off errors in calculated results.

TestAmerica San Francisco
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Quality Control Results

Job Number: 720-24104-1

Method: 8082
Preparation: 3550B

Instrument ID: Agilent PCB 2
Lab File ID: m1118008.d
Initial Weight/Volume: 30.02 g
Final Weight/Volume: 10 mL
Injection Volume:
Column ID: PRIMARY
Instrument ID: Agilent PCB 2
Lab File ID: m1118009.d
Initial Weight/Volume: 30.05 g
Final Weight/Volume: 10 mL
Injection Volume:
Column ID: PRIMARY
RPD Limit LCS Qual LCSD Qual
20
20

Acceptance Limits

32-112
2-122
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Client: LFR, Inc.

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch: 720-61621

MS Lab Sample ID: 720-24104-2
Client Matrix: Solid
Dilution: 1.0

11/18/2009 1331
11/17/2009 1922

Date Analyzed:
Date Prepared:

MSD Lab Sample ID:  720-24104-2
Client Matrix: Solid
Dilution: 1.0

11/18/2009 1353
11/17/2009 1922

Date Analyzed:
Date Prepared:

Analyte

PCB-1016
PCB-1260

Surrogate

Tetrachloro-m-xylene
DCB Decachlorobiphenyl

Analysis Batch: 720-61633
Prep Batch: 720-61621

Analysis Batch: 720-61633
Prep Batch: 720-61621

% Rec.
MS MSD Limit RPD
101 106 69 -120 5
107 115 73-114 8
MS % Rec MSD % Rec
89 87
88 90

Calculations are performed before rounding to avoid round-off errors in calculated results.

TestAmerica San Francisco
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Quality Control Results

Job Number: 720-24104-1

Method: 8082
Preparation: 3550B

Instrument ID:
Lab File ID:
Initial Weight/Volume:
Final Weight/Volume:
Injection Volume:
Column ID:

Agilent PCB 2
m1118012.d
30.08 g
10 mL

PRIMARY

Instrument ID:  Agilent PCB 2

Lab File ID: m1118013.d

Initial Weight/Volume:  30.03 g

Final Weight/Volume: 10 mL

Injection Volume:

Column ID: PRIMARY
RPD Limit MS Qual MSD Qual
20
20 F

Acceptance Limits

32-112
2-122

11/ 19/ 2009



Laaasl Anony Buddngg

COBTAS BT VRIS SISATWNY ~ ACIRETS 0 B : Do) Adon pravd {maogas) Adon ang
..... ke | Qx«%mww : .
' mw . B BT DR TR w
g} {3 Gareddl h MMM&M,V - z Gl kL TR G m
QL Q
e tameawRnigtl M,Wwﬁmw L AdC Y OMER W_
% REHOBY Y A8 GEMBYRY ¢ WM.MN WM M i (L BLMBEY WYY e e S W_
Tarverii) 2 W] SN el
: &2 \mﬁm . Tl : SEIEy PARERIRE
T (e gw,»z&& ) xw,w B @Wgﬁww&@w L35 FHORDVRLANONS DU W : :
AL Gruniwens) am» %Q\w g .wuw Ve L S g pry | HREREY] S BT ]
o ! TR : e o e TRTRY oDl wepniT
;&x_x% % ’ R TR | L iy MRG0 GONIING  Gwe{aoed ] LJIEOON By
o L o
i N
h S
! o
; -
: e
- - o
: [
! o
I ) W TNT - UG - 38 TRITAT LS Y] -
A TN TR R WEEEY e THRHATSYE]
ey B4 ¢ BRI
. K X # TR
W ey L Fa e by _ -~
1M O wriowe O Ao .&@W%&% _ : & A < ey O F IV
wHOM OB oeze [ RS 3 %\w‘,, &
TP O 25 . : i ®
LiWYD O eriooze 4 K
R, CRDOAL :
sz | - RS _
. _ o ; : R AP EFi e Co v B ST s PHETEST L0151 2 C0EpEEe 015
M.r mm m : mx 1 : i i friater N ﬁ_thﬁwmwg ‘BRI
; : E oy MQMWMWM@, - HOLE M| G :mwgﬁm 501
WIS | eeiuni SaEaivs | SO OB THOLTIETY

_”,_@WQW




Login Sample Receipt Check List

Client: LFR, Inc.

Login Number: 24104
Creator: Mullen, Joan
List Number: 1

Job Number: 720-24104-1

List Source: TestAmerica San Francisco

Question T/F/NA Comment
Radioactivity either was not measured or, if measured, is at or below N/A
background

The cooler's custody seal, if present, is intact. N/A
The cooler or samples do not appear to have been compromised or True
tampered with.

Samples were received on ice. True
Cooler Temperature is acceptable. True
Cooler Temperature is recorded. True
COC is present. True
COC is filled out in ink and legible. True
COC is filled out with all pertinent information. True
There are no discrepancies between the sample IDs on the containers and True
the COC.

Samples are received within Holding Time. True
Sample containers have legible labels. True
Containers are not broken or leaking. True
Sample collection date/times are provided. True
Appropriate sample containers are used. True
Sample bottles are completely filled. True
There is sufficient vol. for all requested analyses, incl. any requested True
MS/MSDs

VOA sample vials do not have headspace or bubble is <6mm (1/4") in True
diameter.

If necessary, staff have been informed of any short hold time or quick TAT True
needs

Multiphasic samples are not present. True
Samples do not require splitting or compositing. True
Is the Field Sampler's name present on COC? True
Sample Preservation Verified True

TestAmerica San Francisco Page 20 of 20
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